Materials and methods: Subjects were enrolled based on predetermined inclusion/exclusion criteria. The effectiveness end points compared corneal incision size and enlargement after IOL implantation (day of surgery) among all delivery systems. Exploratory end points included mean enlargement of corneal incision size, rates of trapped trailing haptic, IOL adherence to the plunger tip, nozzle tip splitting, and mean surgically induced astigmatism (SIA) at postoperative visit. Results: One hundred and nine subjects participated in the study. The mean corneal incision size following IOL implantation was 2.35±0.019 mm for system U, 2.47±0.016 mm for system T, 2.54±0.019 mm for system S, and 2.49±0.011 mm for the manual system. There were five instances of trapped trailing haptic (all system T group, N=26), one instance of IOL adherence to the plunger tip (system S group, N=26), and six instances of nozzle tip splitting (all system S group, N=26). System U had the least SIA (postoperative Day 1) (SIA Centroid = 0.10 diopters [axis: 83.06°]). Conclusion: Preloaded delivery system U supported the completion of surgery with the smallest incision size, the least SIA (postoperative Day 1), and no trapped trailing haptics or nozzle tip splitting compared to two other preloaded systems and one manual system. Keywords: corneal incision, intraocular lens, preloaded IOL injector, UltraSert
Introduction
Modern cataract surgery is typically highly successful, but depends on optimal surgical technique to minimize the risk of complications. [1] [2] [3] [4] Advancements in preloaded injectable intraocular lens (IOL) delivery systems can help reduce procedural variability during cataract surgery by avoiding IOL injector loading error and reducing potential IOL damage, surgical complexity, and operative time. 5 Increasingly, precise preloaded IOL systems also enable incision size and enlargement to be significantly reduced during surgery, which helps to reduce postoperative inflammation, minimize surgically induced astigmatism (SIA), and allow for more rapid visual and wound rehabilitation while reducing the chance of contamination during IOL implantation. [6] [7] [8] The UltraSert ® preloaded delivery system (preloaded system U; Alcon Laboratories, Inc., Fort Worth, TX, USA) is US Food and Drug Administration (FDA)-approved for use with the AcrySof ® IQ Aspheric IOL (IOL IQ; Alcon Laboratories, Inc.) in patients undergoing cataract surgery and is a single-use system made up of a nozzle, main body, and plunger that delivers the preloaded IOL by manually advancing the plunger with a push mechanism ( Figure 1 ). Unlike other delivery systems, preloaded system U has a depth guard that is intended to help surgeons control insertion depth, provide a counterforce during insertion, minimize the stretch of the incision, and preserve incision architecture. An ex vivo preclinical study in porcine eyes that evaluated the corneal incision size after IOL implantation showed that preloaded system U had the smallest final corneal incision size compared to two other preloaded delivery systems (preloaded system S: Hoya iSert ® 250/251; Hoya Surgical Optics, Inc., Singapore; preloaded system T: Tecnis ® iTec; Abbott Medical Optics Inc, Santa Ana, CA, USA), making it a compelling candidate for clinical use. 9 In the present study, corneal incision size and IOL performance (trapped trailing haptic, IOL adhesion, cartridge damage during and after implantation) were evaluated in patients undergoing cataract surgery with one of the four IOL delivery systems: preloaded delivery system U (UltraSert) with IOL IQ, preloaded delivery system T with IOL T (Tecnis iTec), preloaded delivery system S with IOL H (Hoya iSert 250/51), and a manual delivery system (Monarch ® III Delivery System with Monarch ® III D cartridge and IOL IQ).
Materials and methods

Study design
This was a prospective, multicenter, parallel-group, randomized, subject-masked, postmarket clinical study (registered with the US National Institutes of Health as NCT02826421) comparing corneal incision size after IOL implantation with the use of one of the four delivery systems. The study was conducted by six investigators from six sites (four in Spain and two in France).
The study was conducted in accordance with the principles of the Declaration of Helsinki, Good Clinical Practice, and the Code of Federal Regulations. The Clinical Research Ethics Committee of Euskadi reviewed and approved the protocol on behalf of the four study sites in Spain. The SouthMediterranean II Ethics Committee reviewed and approved the protocol on behalf of the two study sites in France. The institutional review board or ethics committee at each study site approved the study protocol. Written informed consent was obtained from all subjects before enrollment.
Study participants included adults aged 22 years or older with good general and ocular health who had a cataract in at least one eye with preoperative astigmatism of 1.0 diopters (D). Patients with any of the following conditions were excluded from the study: systemic disease that affects the cornea, inflammation or edema of the cornea, previous or planned refractive or corneal surgery during the subject's participation in the study, previous corneal transplant, previous retinal detachment, pregnancy or lactation, current Figure 1 The UltraSert ® preloaded delivery system. Notes: The UltraSert preloaded delivery system (alcon laboratories, inc., Fort Worth, TX, USa) is a single-use system made up of a nozzle, main body, and plunger that delivers the preloaded iOl by manually advancing the plunger with a push mechanism. The system is Food and Drug administration (FDa)-approved for use with the acrySof ® iQ aspheric iOl (alcon laboratories, inc.) in patients undergoing cataract surgery. 
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Clinical investigation of corneal incision size participation in another investigational drug or device study, or any condition observed before or during surgery that may affect the success of the cataract surgery. Subjects were screened, enrolled, and randomly assigned to preloaded system U, preloaded system T, preloaded system S, or the manual delivery system. First incision and cataract extraction were performed according to each site's standard practice except for procedures described below. For the initial incision, a paracentesis incision up to 1.2 mm in width was made near the limbus. Viscoat ® ophthalmic viscosurgical device (OVD) (Alcon Laboratories, Inc.) was injected into the anterior chamber, and a second paracentesis incision of the same size could be made at the discretion of the investigator. IOLs were delivered according to the manufacturer's instructions that were provided with each individual delivery system. For preloaded system U, preloaded system T, and preloaded system S, IOLs were delivered through a straight temporal clear corneal incision of 2.2 mm. For the manual delivery system, IOLs were delivered through a straight temporal clear corneal incision of 2.4 mm. The clear corneal incision was made using the dual bevel ClearCut™ S Safety knife (Alcon Laboratories, Inc.) provided by the sponsor. After creating an anterior continuous curvilinear capsulorhexis, phacoemulsification was performed using the Centurion ® Active 0.9 mm MicroSmooth phacoemulsification tip (Alcon Laboratories, Inc.) provided by the sponsor.
Immediately before IOL implantation, each delivery device was prepared according to the manufacturer's instructions. For system U, system S, and the manual system, Viscoat OVD was injected into the delivery device. For system T, Healon EndoCoat ® OVD (Abbott Medical Optics Inc) was injected into the delivery device.
Subjects were required to attend a total of three visits over a period of up to 31 days: a screening visit (Visit 0), a surgery visit (Visit 00), and a Day 1 postoperative follow-up visit (Visit 1).
effectiveness end points
The primary effectiveness end point was the corneal incision size after IOL implantation, measured on the surgery day, with preloaded system U as compared to preloaded system T and preloaded system S. The secondary effectiveness end point was the corneal incision size after IOL implantation as compared to the manual delivery system. Exploratory end points included mean enlargement of the corneal incision size, rate of trapped trailing haptic, rate of IOL adherence to the plunger tip, rate of nozzle tip splitting, and mean SIA at Day 1 postoperative visit. To measure astigmatism, keratometry was performed according to the investigator's standard of care. The same device must have been used throughout the study for all assessment. Curvature and axis for flat (K1) and steep (K2) meridians were recorded.
Safety end points included mean intraocular pressure (IOP), frequency of slit lamp findings, frequency of adverse events (AEs), and frequency of device deficiencies.
Data collection Corneal incision size measurements
Corneal incision size was measured on the day of surgery for each of the delivery systems tested. The method for measuring corneal incision size and enlargement has been previously described. 9 Three separate incision size measurements were collected during each surgical procedure: initial incision size (measured directly after the clear corneal incision is made), pre-IOL implantation/postphacoemulsification incision size (measured directly after the completion of phacoemulsification), and post-IOL implantation incision size (measured directly after IOL implantation). Incisions were measured using an incision gauge (Capsulorhexis Incision Gauge Set, Product AE-1582T; ASICO, LLC, Westmont, IL, USA) that was 0.1 mm smaller than the size of the incision made.
enlargement of corneal incision
Enlargement of the corneal incision size was calculated as the post-IOL implantation size measured directly after IOL implantation minus the pre-IOL implantation incision size measured directly after the completion of phacoemulsification.
Trapped trailing haptic
The incidences of trapped trailing haptic during delivery into the capsular bag were assessed visually by the surgeon and scored based on whether a second instrument was required to successfully complete IOL delivery.
intraocular lens adherence to delivery system plunger
The rate of IOL adherence to the delivery system plunger tip was assessed by the surgeon immediately after the IOL exited the cartridge for all test articles. The IOL adherence to the delivery system plunger tip occurred if the IOL did not freely release immediately from the plunger tip without additional manipulation or vigorous movement of the plunger itself. 
adverse events
An AE was defined as any untoward medical occurrence, unintended disease or injury, or untoward clinical signs (including abnormal laboratory findings) in subjects, users, or other persons, whether or not related to the medical device. An adverse device effect was defined as an AE related to the use of a test article or control article (including AEs resulting from insufficient or inadequate instructions for use, deployment, implantation, installation, or operation; any malfunction; and use error or intentional misuse of the test article or control article). All AEs were coded using the Medical Dictionary for Regulatory Activities (MedDRA, version 19.0). The AEs were analyzed by eyes (ocular) or by subjects (nonocular).
Slit lamp examination
The conjunctiva, cornea, lens, and iris/anterior chamber were assessed by slit lamp biomicroscopy at the preoperative and postoperative examinations. These examinations were performed before instillation of eye drops.
Tonometry
IOP was measured with a tonometer at the preoperative and Day 1 postoperative examinations, with each site using the same tonometer device throughout the study for all assessments and all subjects.
Data analysis
Corneal incision enlargement was calculated as the post-IOL implantation incision size minus the pre-IOL implantation incision size. The frequency of occurrence of trapped trailing haptic, IOL adherence to the plunger tip, nozzle tip splitting, and mean SIA were calculated for each treatment group. Statistical analyses were performed to determine whether there were significant differences between any of the observations for the treatment groups using two-sample t-tests. The primary and secondary effectiveness end points were evaluated using a two-sample t-test at one-sided alpha of 0.025, with family-wise type I error controlled at 0.05.
Sample size justification
Based on the results of an ex vivo preclinical study in porcine eyes (SD in corneal incision size after IOL implantation ranging from 0.03 to 0.06 mm), the planned SD for corneal incision size after IOL implantation in this study was 0.1 mm. 9 Assuming 23 subjects per group, there is ~90% power to demonstrate a difference of 0.1 mm between any two groups at one-sided alpha of 0.025. Dropout was expected to be low, and a total of 100 subjects (25 per group) were, therefore, planned to achieve the target of 23 subjects per group.
Results
A total of 109 subjects participated in the study. Subject demographics and baseline characteristics were similar between treatment groups (Table 1 ). The first primary effectiveness end point was to evaluate the mean corneal incision size after cataract surgery using preloaded system U compared to preloaded system T and preloaded system S. As shown in Figure 2A , preloaded system U presented with a significantly smaller corneal incision size of 2.35±0.019 mm (mean ± SD) compared to preloaded system T and preloaded system S with incision sizes of 2.47±0.016 and 2.54±0.019 mm, respectively (P0.001). The secondary effectiveness end point was to compare the mean corneal incision size after cataract surgery 
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Clinical investigation of corneal incision size using preloaded system U or the manual delivery system. Preloaded system U demonstrated similarly favorable performance when compared with the manual delivery system, which had a mean corneal incision size of 2.49±0.011 mm (P0.001; Figure 2B ). In evaluating the first exploratory end point, enlargement of corneal incision size was calculated by subtracting the pre-IOL implantation size from the post-IOL implantation size. For the three preloaded delivery systems ( Figure 3A) , the least amount of enlargement of the corneal incision size was observed with preloaded system U (mean There were five occurrences of trapped trailing haptic observed in the study, all of which occurred using preloaded Figure 2 Mean corneal incision size after intraocular lens implantation of preloaded systems or manual delivery system. Notes: (A) Preloaded system U had the smallest mean corneal incision size among the preloaded devices. Preloaded systems T and S resulted in significantly greater mean corneal incision sizes. (B) Preloaded system U resulted in a significantly smaller mean corneal incision size than the manual delivery system. Data presented as mean ± standard error; n=19 eyes for preloaded system U, 26 eyes for preloaded system T, 26 eyes for preloaded system S, and 28 eyes for the manual delivery system. *Statistical significance (P0.025), as determined by a two-sample t-test based on superiority hypothesis testing as compared to preloaded system T, system S, or the manual delivery system.
Figure 3
Mean corneal incision size enlargement caused by iOl delivery using preloaded systems or manual delivery system. Notes: (A) preloaded system U had the least corneal incision enlargement among the preloaded devices. incision enlargements following iOl insertion using preloaded system T and system S were greater than those of system U. (B) The manual delivery system resulted in less corneal incision enlargement than preloaded system U and had the least mean corneal incision enlargement of all the devices tested. Data presented as mean; n=19 eyes for preloaded system U, 26 eyes for preloaded system T, 26 eyes for preloaded system S, and 28 eyes for the manual delivery system. Abbreviation: iOl, intraocular lens.
system T (19.2% of system T group, N=26; Table 2 ). Preloaded system U, preloaded system S, and the manual delivery system presented no cases of trapped trailing haptic. There was one instance of IOL adherence to the plunger tip observed, which occurred using preloaded system S only (3.8% of system S group, N=26). In addition, there were six instances of nozzle tip splitting observed in the study with the preloaded system S (23.1% of system S group, N=26). No instances of IOL adherence to the plunger tip or nozzle tip splitting were observed in any of the other three delivery devices tested.
Two treatment emergent ocular serious adverse events (SAEs) were reported in the study (Table 3) . One eye randomized to the preloaded system T experienced two treatment emergent ocular SAEs, which were mild in severity and resolved. The subject underwent a secondary surgical intervention (surgical procedure repeated) using the phacoemulsification machine to remove a small residual cortical lens fragment (cataract operation complication). The subject did not discontinue the study due to these ocular SAEs. In addition, one treatment emergent ocular AE occurred in a subject randomized to preloaded system S, which resolved. All ocular AEs (serious and nonserious) were assessed as not related to the investigational study device. No nonocular AEs were reported in the study.
Discussion
Phacoemulsification followed by IOL implantation remains the primary procedural choice for the treatment of cataracts in the developed nations. [10] [11] [12] [13] Recent advances in the design of both IOLs and IOL delivery systems have significantly improved patient outcomes following cataract surgery. [14] [15] [16] [17] [18] The shift from rigid polymethyl methacrylate IOLs to foldable silicone and acrylic lenses has enabled the use of smaller incision sizes, 19 which help promote faster healing while reducing the risk of astigmatism, inflammation, and postoperative endophthalmitis. 11, [20] [21] [22] However, while small incision size offers many benefits, these benefits are negated if the incision is too small to accommodate the IOL or its delivery system, which can result in incision tearing or distortions. 11, [20] [21] [22] Thus, there is a need for IOL delivery devices that are capable of insertion via small incisions while maintaining incision integrity.
Numerous studies have demonstrated the importance of smaller incision size in reducing the risk of SIA. [23] [24] [25] Wang et al found that 2.2-and 2.6-mm incisions resulted in significantly lower SIA than 3.0-mm incisions in patients undergoing microincision and small incision cataract surgery. 23 Tetikoglu et al evaluated the effect of incision enlargement on rates of SIA after biaxial phacoemulsification and found Figure 4 Sia following implantation of preloaded systems or manual delivery system. Notes: (A) less Sia was observed in patients following intraocular lens insertion using preloaded system U than that of systems T and S. (B) preloaded system U also resulted in less Sia than the manual delivery system. Data presented as mean; n=19 eyes for preloaded system U, 26 eyes for preloaded system T, 26 eyes for preloaded system S, and 28 eyes for the manual delivery system. Abbreviations: D, diopters; Sia, surgically induced astigmatism. Table 2 Observations of iOl-delivery device interactions and surgically induced astigmatism 
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Clinical investigation of corneal incision size that there is a significant increase in SIA as incision size increased from 2.0 to 2.8 mm. 7 However, some studies have shown that a more complex relationship may exist between corneal incision size and SIA. Wei et al found that mean SIA in patients with a 3.5-mm incision was significantly greater than that in patients with a 2.5-mm incision, but the results were only significant in the first 6 weeks after the operation. 26 At 12 weeks, the correlation between incision size and SIA diminished and was no longer deemed significant. In addition, while smaller incision sizes tend to correlate with lower SIA, care must also be taken to ensure that the incision is large enough to minimize damage to the surrounding corneal tissue during IOL insertion. For example, Moon et al found that the optimal incision size for reducing postoperative SIA was 3.0-mm compared to 2.5-or 3.5-mm incisions. 25 It is difficult to understand how a 2.5-mm incision could be worse than a 3.0-mm incision, but the finding might be explained by considering how well the architecture of the incision is preserved. In this case, the smaller incision might have yielded better results if different tools (preloaded delivery systems, IOLs) had been used that were more successful in maintaining the integrity and architecture of the original incision. Collectively, these studies highlight the need for instruments that are capable of striking a balance between small incision size and preservation of incision architecture.
This study validates previous preclinical results, in that preloaded system U provided the smallest final corneal incision size among all the tested preloaded devices. 9 Among the preloaded devices, used as manufacturers recommended through 2.2-mm incisions, preloaded system U also performed best in terms of incision enlargement. 9 Preloaded system U is the system that widens the incision less and results in the least amount of SIA at the Day 1 postoperative visit. The results of our study concur with those of Wang et al and suggest that the delivery device with the smallest overall incision size also correlates with the lowest levels of postoperative astigmatism. 9 The manual system allowed implantations with minimal widening of the incision (0.08 mm). However, it should be mentioned that the initial incision recommended by the manufacturer for the manual system was 2.4 mm but the final incision was wider (2.49 mm) than that observed with the system U (2.35 mm).
Of the four delivery systems tested, preloaded system U is unique, in that it possesses a depth guard to help control insertion depth, which serves to minimize incision enlargement and preserve the integrity of the incision. Previous IOL injector systems lacking this feature were prone to problems such as insertional errors and nozzle tip splitting, which can cause damage to the IOL. 19 The depth guard may also serve to augment the mechanical strength of the cartridge tip, providing further protection against nozzle splitting as the IOL passes through the nozzle during delivery. The depth guard may help to ensure procedural reproducibility by minimizing variation in insertion technique, allowing for more consistent and effective application.
One limitation of this study is that the measurements for astigmatism were taken 1 day after surgery was performed. While the greatest degree of postoperative SIA is expected to occur and then stabilize within the first couple of weeks after surgery, changes in the cornea can affect SIA for up to a year and future studies will be designed to collect SIA data at additional postoperative timepoints, including 1 week, 1 month, and 3 months. [27] [28] [29] Another limitation is that the study was not powered to evaluate the potential for statistically significant differences in postoperative SIA between groups.
While this study was able to characterize the effect of different IOL delivery devices on the corneal incision size, future studies should be conducted to assess the potential impact of these devices on the morphology of the corneal incision (eg, epithelial/endothelial gaping, Descemet membrane detachment, and corneal thickness).
Conclusion
Preloaded system U showed the smallest final corneal incision size compared to the other three delivery systems tested. Preloaded system U demonstrated no instances of trapped trailing haptic or nozzle tip splitting and exhibited the smallest mean corneal incision enlargement among the preloaded devices. Preloaded system U may provide a clinical improvement in IOL delivery for patients undergoing cataract surgery. 
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